Quantitative determination of the HBsAg.
HBsAg concentrations down to 0.05 mg/ml can be measured by a quantitative immunoelectrophoresis. By a quantitative radioimmunoassay, HBsAg concentrations from 0.001 mg to 1 mg/ml can be measured.